L eukoreduction Experience in the
American Red Cross
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Fallures of Leukoreduction

INn the American Red Cross

* What causes failures?
* Arethey internal (never leave the blood




Methods of Producing

L eukoreduced Units

 SD — Add afilter through sterile docking
to a CPD red cell
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ategories and Numbers of
Failures (from 3,619,169 L R RBCs)

1. Clots 13,003
2. Cold Agglutinins 1,210




Filter Fallure Overall

e Of 3,619,169 red cdllsfiltered, 30,457 failed

 Rate—0.8%
o All fallureslisted here were not released
e 1% of leukoreduced red cells are required to
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Types of Filters and Failure Rate

Type of Filter Faillures (%) Tota Filtered
Mgf 1 CPD 1,423 (1.1) 128,569
M gf 2 CPD 34 (O. 6) 5,732
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Ifference in Manufacturer

Performance

e Manufacturer 1 had the highest failure rate
and one category of filters was worse than
the others
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M anufacturers

o Manufacturer 1, al filter types 2,733,114
— fallures - 27,722
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Filter Failure - Investigation

Many potential causes
 All causes should be investigated




